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a b s t r a c t
The purpose of this work is to improve the precision of the elemental analysis of coal using laser-
induced breakdown spectroscopy (LIBS). The LIBS technique has the ability to allow simultaneous
elemental analysis and on-line determination, so it could be used in the elemental analysis of coal.
Organic components such as C, H, O, N and inorganic components such as Ca, Mg, Fe, Al, Si, Ti, Na, and K
of coal have been identiﬁed. The precision of the LIBS technique depends strongly on the experimental
conditions, and the choice of experimental parameters should be aimed at optimizing the repeatability
of the measurements. The dependences of the relative standard deviation (RSD) of the LIBS
measurements on the experimental parameters including the sample preparation parameters, lens-
to-sample distance, sample operation mode, and ambient gas have been investigated. The results
indicate that the precision of LIBS measurements for the coal sample can be improved by using the
optimum experimental parameters.
& 2009 Elsevier Ltd. All rights reserved.
1. Introduction
Laser-induced breakdown spectroscopy (LIBS) is a laser based,
rapid and sensitive optical diagnostic technique used to detect
certain atomic species. The foundation for LIBS is a solid state,
short-pulsed laser that is focused on a sample to generate a high-
temperature plasma. When the plasma cools, the excited atomic,
ionic, and molecular fragments produced within the plasma emit
radiation that is characteristic of the elemental composition of the
material in the volatilized sample. The LIBS technique has been
used extensively for analysis of elemental concentrations in a
variety of solid [1], liquid [2], gas [3], and aerosol [4] samples.
Simultaneous elemental analysis is required in the assessment
of the quality of coal. Laser-induced breakdown spectroscopy has
ability to allow simultaneous determination and detect the low-
atomic number elements, so it could be used in the on-line
elemental analysis of coal. Many researchers have investigated the
analysis of coal by means of laser-induced breakdown spectro-
scopy [5–15]. The coal sample form can be lump, powder or pellet.
Zhang et al. [15] used a powder coal sample, but more researchers
such as Wallis [8] and Mateo [12] have used the pellet coal sample
for the LIBS measurements. The characteristics of the laser-
induced plasmas may be different for different coal sample forms.
The different coal sample forms inﬂuence the precision of LIBS
measurements in different ways. A pellet coal sample is
frequently used, but it differed from the pellet sample made from
a homogeneous mixture. Many investigations have been under-
taken on the effects of experimental parameters on alloy
samples or homogeneous pellets [16,17]. It is difﬁcult to guarantee
precise and accurate quantitative results in LIBS measure-
ments, especially for the heterogeneous materials such as coal.
As far as we know, there are no papers that consider the effects of
the experimental parameters on the precision of coal analysis by
LIBS.
The focus of the present paper is to identify and quantify the
variables that affect the precision of LIBS measurements for pellet
coal samples. Important analysis parameters which inﬂuence the
precision of coal analysis by LIBS include the sample preparation
parameters, lens-to-sample distance (LTSD), sample operation
mode, and ambient gas. These parameters have been investigated
in this study and it is shown that their control can improve the
precision of LIBS measurements. Furthermore, the calibration is
closely related to the accuracy which is also important for LIBS
analysis. The calibration curves of the coal sample are given in this
paper to allow the comparison between the LIBS analytical results
and the certiﬁed analytical results.
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2. Experimental
A schematic diagram of the experimental set-up is shown in
Fig. 1. A pulsed Q-switched Nd:YAG laser (Spectra-Physics, model
Pro 290) is used to generate the plasma. The laser operates at the
1064nm with 10ns pulse width and 600mJ pulse energy. The
laser energy is reduced to approximately 30mJ by means of an
optical attenuator (Beamtech), consisting in a half-wave plate that
rotates the polarization plane of the laser light and a polarizing
beamsplitter cube. The laser beam is focused on the sample via a
lens with 195mm focal length. The sample is positioned on a
rotation stage. The power density (calculated at the focal length of
the lens) on the sample is on the order of 1010W/cm2.
The light emitted by the plasma is collected by an optical
collector, and is fed to the slit of an Echelle spectrograph (Andor,
model Mechelle 5000) through a 2-m-long optical ﬁber. The
spectrograph provides a constant spectral resolution (l/Dl) of
4000 over a wavelength range 200–900nm. The plasma dispersed
light is detected by using a gated, intensiﬁed charge-coupled
device (ICCD), Andor, model DH 734. The ICCD consists of
10241024 elements, the size of the detector chip is 13mm13
mm and the spectral response range is 185–850nm. The ICCD
intensiﬁer has a diameter of 18mm, ensuring that all pixels of
the array are active. Before the experiment, a wavelength
calibration using an Hg lamp (Ocean Optics, model HG-1) and a
spectral response calibration using a deuterium–halogen lamp
(Avantes, model AvaLight-DH-CAL) are carried out. A digital
delay/pulse generator (Stanford Research Systems, model
DG535) is used, and the Q-switch is triggered by the DG535
synchronized to the data acquisition system controlled by a
computer. An optimum delay time of 0.5ms was selected to avoid
the continuum emission. A gate width of 2ms was used which
collected a large fraction of the elemental emission. Fifty summed
spectra comprised one measurement, which was then repeated
ﬁve times.
One bituminous coal sample from Pingxiang mine in China was
received and used in this study. The coal sample was analyzed by
a certiﬁed chemical analysis method before the LIBS experiments
were undertaken.
The sample preparation parameters, lens-to-sample distance,
sample operation mode, and ambient gas can affect coal analysis
by LIBS. In this study, these parameters were systematically
changed and their effects on the repeatability were studied. The
results of repeated measurements were used to determine the
repeatability of LIBS measurement. The relative standard devia-







where n is the number of a set of measurements; xi is the result of
each measurement; M is the arithmetic mean value of the set of
repeated measurements.
3. Results and discussion
3.1. Spectrum analysis
The basis of LIBS measurement is the analysis of the plasma
spectrum which contains information about the elements in the
sample. This information is in the form of emission lines, located
at speciﬁc wavelengths [18]. The emission spectra of coal obtained
by laser-induced breakdown spectroscopy were recorded. A
representative spectrum of coal in the 240–850nm spectral
region is shown in Fig. 2, where the main peaks were identiﬁed
using the National Institute of Standards and Technology (NIST)
electronic database [19]. This spectrum shows a high density of
emission lines resulting from the complex composition of coal,
and the spectrum reveals the key inorganic components of coal
such as Ca, Mg, Fe, Al, Si, Ti, Na, and K. In addition, organic
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Fig. 1. LIBS experimental set-up.
Fig. 2. Emission spectrum of the coal sample by laser-induced breakdown
spectroscopy.
J. Li et al. / Optics & Laser Technology 41 (2009) 907–913908
Author's personal copy
components such as C, H, O, and N are also clearly seen. Most
elements in the coal have more than one line, and Table 1 lists
some of the stronger emission lines observed, most of which are
commonly found in LIBS spectra of coal. The C I 247.9nm, Mg II
279.6 nm, Mg I 285.2 nm, Al I 309.3nm, Ca II 393.4 nm, Ca I
422.7 nm, and O I 777.4nm emission lines have been selected for
analysis because they are intense and have minimal interference
from other emission lines. The intensities of emission lines are
determined by using the peak height.
3.2. Sample preparation parameters
The powder coal sample and pellet coal samples with different
pressing force were investigated in this experiment in order to
compare the repeatability for the LIBS measurements. A portion of
powder coal was transferred into a steel dish (13mm diameter)
and compacted into a pellet, with the use of a certain force for
1min. The pressing forces were 1, 3, 5, 7, 9, 11, 13, and 15 t,
respectively. The results of the line intensities and their RSD of the
C I 247.9 nm, Mg II 279.6 nm, and Mg I 285.2 nm emission lines
obtained from the powder coal sample and pellet coal samples are
shown in Figs. 3 and 4, respectively. The ‘‘0’’ positions in the
ﬁgures correspond to the powder coal sample. As can be seen, the
line intensities of pellet coal samples are on a level and about
three times for C I 247.9nm and two times for Mg II 279.6 nm and
Mg I 285.2 nm more than the powder coal sample. It is apparent
that the RSD of the powder sample are larger than 16%, and this
may be caused by the persistent aerosols and relatively bigger
crater formation [20]. The RSD are almost constant and about 10%
when the pressing force is greater than 3 t. For the powder coal
sample, the structure is loose and the surface is irregular. The
ablated mass may be different pulse-to-pulse, and the particulates
easily escape to the atmosphere, which can intercept the laser
beam and inﬂuence the plasma formation. The pressing procedure
produces uniform dense pellets with an even, smooth analytical
surface exposed to the laser beam [8]. In the next experiment,
pellet coal samples with 10 t pressure were used.
Particle size is a physical factor which can affect LIBS analysis
when analyzing a powder sample. Coal particles of four different
size groups (0–0.1, 0.1–0.2, 0.2–0.3, and 0.3–0.6mm) were
deposited on ﬁlters and analyzed by LIBS. The RSD of emission
line intensities for each particle size group are shown in Fig. 5. The
RSD for the particle size of 0–0.1 or 0.3–0.6mm is small. There
may be two inﬂuencing factors: one is the intermolecular force,
the other is the characteristics of the surface. For the smaller
particle size, the intermolecular force between the particles is
bigger and the pellet coal sample is rigid, so the plasmas are
stable. For the larger particle size, the surface area of each particle
ARTICLE IN PRESS
Table 1
List of some stronger element emission lines observed coal spectrum.




N 742.4, 744.2, 746.8, 821.6
Ca 315.9, 317.9, 393.4, 396.9, 422.7
Al 308.2, 309.3, 394.4, 396.2
Fe 274.9, 275.6, 404.6, 438.4
Mg 279.6, 280.3, 285.2
Si 251.6, 263.1, 288.2, 390.6
Ti 323.5, 334.9, 336.1, 337.3, 338.4
Na 589.0, 589.6
K 766.5, 769.9
Fig. 3. Variations of the emission line intensities with the change of coal samples
(powder sample and pellet samples).
Fig. 4. Variations of the RSD of the emission line intensities with the change of
coal samples (powder sample and pellet samples).
Fig. 5. RSD of the emission lines intensities for different particle sizes of the coal
sample.
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is greater, and most of the laser energy is focused on the surface
rather that ob the gaps. However, it is found that the pellet
samples made from coal of large particle size are fragile. Hence,
the coal of small particle size (0–0.1mm) is chosen for this study.
The moisture content is an important factor in the coal sample,
so it is considered in this study too. ‘‘As-received’’ and ‘‘air-dried’’
coal samples which have different moisture content were
compared by LIBS. The RSD of the line intensities are shown in
Table 2. As can be seen, there is no obvious difference between the
‘‘as-received’’ and ‘‘air-dried’’ coal samples. However, the content
in the air-dried coal sample is constant in the library, and the coal
sample of as-received sample is the reverse. Therefore, the air-
dried coal sample is used in this study.
3.3. Lens-to-sample distance
In LIBS, a focused laser pulse is used to ablate material from a
surface and to form laser plasma that excites the vaporized
material. Geometric factors, such as the lens-to-sample distance
can greatly inﬂuence the LIBS analytical results [21]. Hence, the
LTSD must be considered for the purpose of obtaining better
quantitative results. Since the LTSD is an important parameter
that affects LIBS analysis, some researchers have investigated its
effect on the spectra [22]. The power density incident on the
sample is a strong function of the lens-to-sample distance and the
power density determines, in part, emission lines intensities and
the mass of sample ablated [18]. For the sake of convenience, the
position of the focal point is used instead of the lens-to-sample
distance. There are three situations: the position of the focal point
is above, on or inside the sample. It was found that when the
position of the focal point was above the surface, the phenomenon
of air breakdown always occurred, leading to poor shot-to-shot
repeatability, so this condition was not used.
The dependence of the emission lines intensities on the focal
position is shown in Fig. 6. The ‘0’ position of the focal spot
corresponds to that position of the focusing lens where the laser
pulse is focused on the surface of the sample, whereas negative
numbers indicate the position of the focal spot inside the sample.
The emission lines intensities are maxima when the laser is
focused on the sample surface, and decrease when the laser is
focused inside the sample. The line intensity of Mg II 279.6 nm
is about three times than Mg I 285.2 nmwhen the laser is focused
at the surface, but is only two times than Mg I 285.2 nm when the
laser is focused 5mm inside the surface. Meanwhile, the line
intensity of Ca II 393.4 nm is about one and a half times that of Ca I
422.7 nm when the laser is focused at the surface, but is slightly
less than Ca I 422.7 nm when the laser is focused 5mm inside the
surface. These mean that the Mg II 279.6 nm line declined faster
than the Mg I 285.2 nm and the Ca II 393.4 nm lines also declined
faster than the Ca I 422.7 nm line when the laser spot moved
inside the surface. The variations of the line intensities of Mg I and
Mg II and also Ca I and Ca II must be considered when choosing
the optimum lens-to-sample distance. The variation of the spot
size results in changes in the process of material ablation and
plasma formation, which in turn affects the coupling of the laser
energy to the sample.
Fig. 7 shows the variation of the RSD of the emission lines
intensities with the change in the focal-spot position. As can be
seen, the RSD are larger than 10% when the laser is focused on the
sample surface, indicating that the plasmas were not stable.
Bassiotis et al. [23] thought this was due to the air breakdown,
and that the plasma absorbed the laser light and thus only a part
of it reached and ablated the target. The RSD of Mg II 279.6nm
and Ca I 422.7 nm are minima when the laser is focused 2mm
inside the surface, while the RSD of Mg I 285.2 nm and Ca II
393.4 nm are minima when the laser is focused 3mm inside the
surface. The increase in the RSD when the focal spot moved
further inside the sample could be due to ﬂatter and relatively
colder plasma generated at the surface [17]. Hence, the focal spot
of 3mm inside the sample is chosen because the RSD are smaller
than 10% for all the spectra lines in this situation. More to the
point, for C I 247.9 nm emission line, the RSD was a minimum
when the laser was focused on the sample surface, and increased
slightly when the laser was focused inside the sample from 1 to
3mm, but increased quickly when the laser was focused further
inside the sample. Aragon et al. [24] investigated the LTSD for the
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Table 2
RSD (%) of the emission lines intensities of the coal samples of as-received basis
and air-dried basis.
Emission line (nm) As-received basis (ar) Air-dried basis (ad)
C I 247.9 7.67 13.67
Mg II 279.6 10.61 8.52
Mg I 285.2 14.72 11.62
Al I 309.3 8.22 11.37
Ca II 393.4 5.18 5.18
Ca I 422.7 8.20 6.09
Fig. 6. Emission lines intensities as function of the position of the focal point.
Fig. 7. RSD of the emission lines intensities as a function of position of the focal
spot. The ‘‘0’’ position represents a focal spot on the surface, and value corresponds
to a focal spot inside the surface of the sample.
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steel by LIBS. The C (I), Cr (II), Si (I), and Ni (II) emission lines were
used, and the best LTSD values that the maximum of the
intensities and the minimum RSD produced at a given pulse
energy were different in some millimeters for the four analytical
lines.
3.4. Sample operation mode
The uniformity of the sample surface can affect the LIBS
analysis results. However, this effect may be decreased by using
appropriate sample operation mode. In order to improve the
precision, three modes of sample operation were compared in this
study. In the ﬁrst mode, 250 laser pulses were delivered at the
same sample position. In the second mode, 50 laser pulses were
delivered at the same sample position to produce a spectrum and
5 positions were used. In the third mode, the sample was rotating,
thereby exposing a fresh position of sample to each laser pulse.
The sample was also moved in the horizontal direction or changed
for another one in order to ensure that the laser focused on a fresh
position. The results of the RSD of the emission lines intensities
obtained from three modes are shown in Fig. 8. It can be inferred
from data in this ﬁgure that the different sample operation modes
lead to different repeatability. The RSD are minima when the
sample is in the third mode, this means that there is small change
in the intensity. The RSD are maxima when the sample was in the
ﬁrst mode and this is due to the craters produced by the laser
pulses. The size of the crater increased with time in this situation,
and affected not only the sample ablation rate but also how the
plasma imaged onto the optical ﬁber [17]. Hence, the third sample
operation mode is chosen in order to enhance the precision of LIBS
measurements. Some researchers, for example Body [9] and Salle
[25], located the sample on a translation stage that moved the
sample between laser pulses too.
3.5. Ambient gas
The ambient gas plays a key role in the development of the
plasma and can change LIBS performance. In this study, ambient
gases of air, nitrogen, and argon were used. Fig. 9 shows the line
intensities obtained from these three ambient gases. As can be
seen, the line intensities are dependent on the ambient gas. The
line intensities of Mg II 279.6 nm, Mg I 285.2 nm, Ca II 393.4 nm,
and Ca I 422.7 nm in air are slightly higher than in nitrogen. But
the argon is demonstrated to produce the higher line intensities,
and the line intensities are approximately three to four times than
in air or in nitrogen.
It is worth mentioning that the line intensity of O I 777.4 nm in
air is higher than that in nitrogen by a factor of about four. The air
is mainly composed of nitrogen (approximately 78%) and oxygen
(approximately 21%) with lesser amounts of other gases. The O I
777.4nm spectral line in air is obtained from the O element both
in the coal and the air.
3.6. Evaluation
In order to test the usefulness of the above parameter
optimization results, the Pingxiang coal sample and three other
coal samples from Wansheng, Liupanshui, and Anping mines in
China were checked. The laser energy was 30mJ and the laser was
focused 3mm inside the sample. The delay time was 0.5ms and
the gate width was 2ms. The pellet coal samples using 10 t
pressure were put on the rotation stage that moved the sample
between the laser pulses. The plasma was generated in air at
atmospheric pressure. Fifty summed spectra comprised one
measurement, which was then repeated ﬁve times. The RSD of
emission lines of organic components such as C, H, O, N and
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Fig. 8. RSD of the emission lines intensities as a function of sample operation
mode. Mode 1: 250 laser pulses were delivered at the same sample position. Mode
2: 50 laser pulses were delivered at the same sample position to produce a
spectrum and 5 positions were used. Mode 3: the sample was rotating, and 250
laser pulses were focused on the fresh position of the coal sample.
Fig. 9. Emission lines intensities in air, nitrogen, and argon.
Table 3
RSD (%) of the emission lines intensities of the bituminous coal samples.
Emission line (nm) Pingxiang coal Wansheng coal Liupanshui coal Anping coal
C I 247.9 6.00 9.57 4.99 4.10
H I 656.3 5.36 4.45 4.85 6.50
O I 777.4 5.83 8.22 4.48 8.83
N I 746.8 5.89 7.04 4.64 12.48
Ca II 393.4 5.73 6.85 8.13 6.76
Ca I 422.7 3.14 5.55 8.54 8.46
Al I 309.3 4.66 4.94 9.27 5.78
Fe I 438.4 7.01 3.73 9.83 8.38
Mg II 279.6 4.91 5.56 6.35 8.74
Mg I 285.2 6.05 5.11 7.08 13.28
Si I 288.2 4.35 7.80 7.40 10.09
Ti II 334.9 7.52 9.11 7.48 15.04
Na I 589.6 6.19 2.34 10.39 8.23
K I 769.9 4.22 5.79 4.21 9.15
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inorganic components such as Ca, Mg, Fe, Al, Si, Ti, Na, and K were
calculated by using Eq. (1) mentioned above, and the results of
RSD of four coal samples are summarized in Table 3. It is clear that
most RSD of emission lines intensities are generally in the range
5–10% and these results are good.
Seven coal samples with a range of elemental concentrations
were analyzed by LIBS for calibration. Calibration curves of the
line intensities versus the known concentrations of the considered
elements in the coal were obtained. It is to be observed that the
calibration curves for organic elements (C, H, O, and N) were not
good. However, calibration curves for inorganic elements were
good, and Fig. 10 shows the calibration curves for the emission
lines of Mg II 279.6 nm, Mg I 285.2 nm, Ca II 393.4 nm, and Ca I
422.7 nm. As can be seen, the calibration curves are linear over the
range shown, and the linear correlation coefﬁcients for Mg and Ca
are high. The slope of the calibration curve of the Mg II 279.6 nm
line is greater than that of the Mg I 285.2 nm line, and the slope of
the calibration curve of the Ca II 393.4 nm line is greater than that
of the Ca I 422.7 nm line. Clearly, as the slope increases, the
sensitivity in the LIBS technique increases. Therefore, when the
Mg and Ca concentrations are low the Mg II 279.6 nm and Ca II
393.4 nm lines are a better choice that the Mg I 285.2 nm and Ca I
422.7 nm lines.
4. Conclusions
A LIBS set-up using an Echelle spectrograph equipped with an
ICCD detector for simultaneous analysis of the coal sample has
been established. The detected elements in the LIBS spectra
included the principal coal components such as C, H, O, and N in
addition to inorganic components such as Ca, Mg, Fe, Al, Si, Ti, Na,
and K. The experimental parameters such as the sample prepara-
tion parameters, lens-to-sample distance, sample operation mode,
and ambient gas have been investigated, and the optimum
parameters which improved the precision of LIBS measurement
have been obtained. The RSD of the emission lines intensities
obtained from the elements of coal samples are smaller than 10%
by using the parameters given in this paper. Calibration curves for
inorganic elements such as Mg and Ca elements have been given,
and the linear correlation coefﬁcients are high. It has been shown
that the precision of elemental analysis of coal by LIBS can be
improved by using the proper experimental parameters.
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